.
(1) The coverslip can be placed in position upon its base before the blood is introduced and this may be done slowly and with the care that ls essential to ensure the appearance and persistence of Newton's colour bands at the surfaces in contact.
(2) The uneven distribution of the corpuscles pn the counting surface, which is liable to arise in the original chamber devised by Thoma and | is due to the rapidity with which the corpuscles, especially the red ones, tend to settle in the diluent, is obviated; the new chambers are so devised that the diluted blood rapidly enters the counting space by capillary attraction.
In With a dry white cell pipette suck blood up to the mark 0.5 (or 1 in cases of leucopsenia), wipe off the blood adhering to the outside of the pipette, plunge it into the white cell diluting fluid and draw the mixture up to the mark 11, take off the tube and put a tightly-fitting flat rubber band round to close both the ends, and keep it flat on the table.
Here, too, the capillary end up to the 1 mark of the pipette is occupied entirely by the diluting fluid. Hence the true dilution of the cells is 0.5 (or 1) in 10, i.e., 1 in 20 (or 1 in 10). Suction pump for cleaning pipettes.
